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The Superfluid High REynolds von Kármán experiment facility exploits the capacities of a high
cooling power refrigerator (400 W at 1.8 K) for a large dimension von Kármán flow (inner diameter
0.78 m), which can work with gaseous or subcooled liquid (He-I or He-II) from room temperature
down to 1.6 K. The flow is produced between two counter-rotating or co-rotating disks. The large
size of the experiment allows exploration of ultra high Reynolds numbers based on Taylor microscale
and rms velocity [S. B. Pope, Turbulent Flows (Cambridge University Press, 2000)] (Rλ > 10000) or
resolution of the dissipative scale for lower Re. This article presents the design and first performance
of this apparatus. Measurements carried out in the first runs of the facility address the global flow
behavior: calorimetric measurement of the dissipation, torque and velocity measurements on the two
turbines. Moreover first local measurements (micro-Pitot, hot wire,. . . ) have been installed and are
presented. © 2014 AIP Publishing LLC. [http://dx.doi.org/10.1063/1.4897542]
I. INTRODUCTION
Turbulence is a very important phenomenon for practical
purposes, as it governs exchanges at our scale (chemicals and
pollutant mixing, stress on structures) when usual fluids are
involved (air, water). Put another way, the Reynolds number
is large, which means that the fluid inertia widely overcomes
the viscous stresses. Very different problems have their origin
in turbulence: this diversity originates from a lack of a global
understanding of the phenomenon. In comparison, pressure,
temperature, and density are sufficient for describing the rest
state of a gas, despite the intractable complexity of molecular
collisions. A simple hypothesis as molecular chaos does not
exist in turbulence. In spite of the apparent disorder, the fluid
motion is correlated in a subtle way at all scales. If we could
avoid the complete calculation of the velocity field, and re-
place it with a random sampling having all these correlations,
the time saving would be enormous. It would also open the
way to a more compact theory (Ref. 1). According to our cur-
rent knowledge three ranges of scales can be distinguished in
a turbulent flow:
! The large scales or forcing scales. They are those
where the fluid motion is forced (pipe, jet diameter,
fan blade, . . . ).
! The inertial scales. Forced by the immediately larger
scales, they drive the motion of the smaller ones. Vis-
cosity has no influence at this stage. This motion nest-
ing is the origin of the subtle correlations within the
velocity field.
! The dissipative scales. Velocity gradients are suffi-
cient at this stage to allow the dissipation of the ki-
netic energy through the viscosity. This energy, fed at
the largest scales, “cascades” along the inertial scales,
and is dissipated at the smallest ones. At room tem-
perature, very large scale facilities are needed to pro-
duce very large Reynolds numbers, for instance us-
ing air,2, 3 or even SF6.4 Decimeter and meter-sized
cryogenic facilities allow to achieve similar, and often
larger Reynolds numbers (typically Rλ = 2000–6000)
thanks to the low kinematic viscosity of gaseous5–7 and
(non-superfluid) liquid helium.8–10
This paper presents an apparatus for turbulence studies
from room temperature down to 1.6 K that combines both ad-
vantages. As it is the largest facility to study classical tur-
bulence with liquid helium it reaches a record microscale
Reynolds number exceeding Rλ = 10 000. Operation with
helium up to room temperature will generate flow of much
smaller intensity, therefore extending the range Reynolds
numbers down to typically Rλ = 1000.
The construction of the apparatus was motivated by two
main scientific objectives. The first is, as explained above,
to produce extremely intense classical turbulence in a well-
controlled laboratory environment. The second objective is to
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explore the turbulence of superfluid helium, in particular by
means of local measurements.
Indeed, above a pressure-dependent transition temper-
ature Tλ11 ∼ 2 K, liquid helium behaves like an ordinary
fluid. When cooled below Tλ, it undergoes a phase transi-
tion from its classical phase (called He-I) to a superfluid
phase (He-II). The so-called “quantum turbulence” of He-
II has been studied over the last 15 years.8–10, 12–14 In many
regards, the understanding of quantum turbulence is still at
an infancy stage, in particular around the dissipative length
scales.15, 16 A central experimental challenge is to resolve
these dissipative scales with local sensors. Although signifi-
cant progresses have be achieved since the seminal anemome-
ter measurements,12 the resolution of the smallest superfluid
anemometers17 and vortex probes,18 around 100–300 µm, re-
mains at least one decade larger than the estimated dissipative
scales in all the experiment cited above. The large dimension
of the present apparatus allows to bypass this probe limitation
by expanding all the characteristic scales of the flow.
To generate the turbulence in the apparatus, we have cho-
sen a von Kármán geometry in which a fluid inside a 0.78 m
inner diameter cylindrical tank is stirred by two propellers lo-
cated at both ends at 0.7 m distance. This setting allows to
generate a highly turbulent flow using a human size appara-
tus and has been extensively characterised and documented
during the past twenty years, see, for example, Ref. 19. More-
over, its closed geometry is well adapted to low temperature
measurements, as already demonstrated.12, 20, 21 Another ad-
vantage of the von Kármán flow is its demonstrated flexibility
since depending upon the measurement location and forcing
conditions it presents either a reasonable example of homo-
geneous isotropic turbulence, or an interesting case of strong
anisotropy. Moreover, depending on the impeller shape and
forcing frequency, it may generate rich large scale circula-
tion dynamics or a very stable circulation pattern. It is there-
fore a laboratory model of many natural flows, the most em-
blematic being the “VKS” experiment that reproduces many
known features of the turbulent geodynamo.22, 23
To produce a well controlled turbulent flow, covering a
wide range of Reynolds numbers, from high to very high
(1000 < Rλ < 10 000), we will use mainly helium (and its
widely adjustable physical properties). As stated above, this
new von Kármán cell of unprecedented dimension will either
reach higher Reynolds numbers (Re up to 108) or to be able
to resolve the dissipative scale for lower Re. Furthermore, the
apparatus should produce comparable flows both in normal
and superfluid helium in order to compare classical and quan-
tum turbulence in similar conditions. Boiling and cavitation
would not occur in He-II thanks to the high thermal conduc-
tivity of superfluid (cf. van Sciver24) but it could occur in He-I
unless the flow is pressurized. This motivated the pressurisa-
tion of the fluid (up to 4 bars), as also done in Refs. 9, 10,
and 14.
In the 1990s, Tabeling and his group12 have developed
a von Kármán flow with helium, gaseous and liquid, both
normal and superfluid and reached Rλ ∼ 2000. Using a total
head pressure tube, they obtained one of the most cited results
on superfluid turbulence. However, the superfluid experiment
was limited to dissipation lower than 1 W and the radius of the
cell was limited to 0.04 m. Moreover, this experiment12 was
not pressurized and hot wire anemometry was impossible in
normal helium as boiling would have occurred.
To overcome these limitations, we have imposed these
criteria for the apparatus design:
! Possibility to control independently pressure and tem-
perature inside the cell in the range [102–4 × 105 Pa]
and [1.6–300 K].
! Long term temperature and pressure stability insuring
reliable calorimetric measurements and statistics.
! Possibility to drive the turbines using speed, torque, or
power control.
! Optimized design to allow the simultaneous measure-
ments of various sensors and to minimize the sensor
flow disturbance.
In the past, the von Kármán setup has been used to ex-
plore both equilibrium properties of swirling turbulence, such
as spectra, intermittency, structure functions,5, 25, 26 anisotropy
and inhomogeneity characterization,27 and less standard out-
of-equilibrium phenomena, such as pressure and power
fluctuations.28, 29 More recently, studies have focused on the
dynamical properties of the large-scale average structures
that have been shown to be prone to intriguing transitions
between different flow organisations, resulting in hysteretic
cycles,19, 23, 30 spontaneous “momentizations” and symmetry
breaking,31–33 zero-mode mechanisms.34, 35 Regarding these
transitions, the question is opened, whether the selection
mechanisms are totally inertial (infinite Re limit) or if the dis-
sipation and its nature have some influence. One hope is that
the Superfluid High REynolds von Kármán (SHREK) exper-
iment can provide insights on that question. Other expected
advances in the knowledge of turbulent flows are:
! Universal relations between inertial and dissipative
scales, in isotropic and anisotropic flows.
! Influence of the dissipative mechanism, comparing the
normal and the superfluid cases.
! Test of the three-dimensional statistical mechanics of
turbulence, for the structure of the large scale flow.
The von Kármán apparatus presented hereafter is one of
the facilities included in the EuHit European network as the
HeJet experiment9 is.
II. APPARATUS DESCRIPTION
In this experiment, a von Kármán helium flow is pro-
duced in a cylindrical cell which is immersed in a large ther-
mostat. This thermostat consists in a cryogenic tank filled
with saturated helium cooled permanently by a large refrig-
erator: the tank is itself hung to a flange which is the upper
flange of a cryostat called the “Multipurpose Cryostat.” This
“Multipurpose Cryostat” is a large cylinder (2.4 m in diame-
ter, 3.95 m in height). Figure 1 shows a sketch of the SHREK
experiment, without the Multipurpose cryostat.
A. The von Kármán cell
The von Kármán flow is generated in a cylindrical cell of
height 1.16 m and diameter 0.78 m. The flow is generated by
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FIG. 1. Sketch of the SHREK experiment with the von Kármán cell (780 mm
in diameter), its 83 copper pipes providing heat exchange between the VK
cell and the saturated bath enclosed itself in a large tank (1.1 m in diameter,
2.8 m height). The whole assembly is hung to a flange (top of the figure),
which is the upper flange of the “Multipurpose cryostat.”
two bladed disks each 0.72 m in diameter (Radius R = 0.36
m). The distance between the inner faces of the two disks is H
= 0.7 m, defining an aspect ratio H/R = 1.8, which had been
extensively studied in previous and companion experiments
using water as a working fluid.36 The two impellers have 8
curved blades, comparable in shape to those used in VKS1.37
The dimensions of the von Kármán cell and impellers are in
a ratio 4:1 compared to the VKE and 2:1 compared to the
VKS experiments.23 The radius of curvature of the blades is
0.186 m, and the height of the blades is 78 mm (Figure 2).
These impellers were entirely machined in an aluminum
block with a numerical-control machine tool, which led to a
good balance of the impellers.
As the blades of the impellers are not straight, the di-
rections of rotation are no longer equivalent: the (+) direc-
tion is defined as the convex part of the blade moves into the
fluid, while the (−) is defined as the concave side moves into
the fluid. In the SHREK experiment, the two impellers can
be rotated independently, in either direction. At a distance of
152 mm upwards/downwards the upper/lower propeller, an
extra aluminum disk is added, in order to obtain the best
FIG. 2. Geometry of the (lower) impeller and additional aluminium disk
below.
symmetry to the apparatus: indeed, at the upper part of the
cylinder, 83 cylindrical pipes (described in Sec. II C 1) are
welded to the cell, in order to ensure heat exchange between
the helium inside the cell and the outer bath (see below); these
pipes are present only at the upper part of the cell, and could
generate some asymmetries in the flow between upper and
lower parts. In order to have the lower parts and upper parts
of the cell hydrodynamically comparable, these two disks re-
store the symmetry of the cell, by “hiding” the heat exchang-
ers to the von Kármán flow. The cylindrical cell (Figure 3)
is equipped with 10 radial ports which are intended to pro-
vide, in a near future, access for instrumentation, including
visualization of the flow. In the experiment presented here the
optical ports were not used, and closed with stainless steel
FIG. 3. The von Kármán experiment with top and bottom flanges, upper and
lower propellers (left) and its outer chamber with ports (right). Copper heat
exchangers can be seen (upper left).
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flanges. In order to keep the best cylindrical symmetry to
the present experiments, a 3 mm thick cylindrical aluminum
sleeve (0.78 m inner diameter, 1.12 m in height) is inserted
in the von Kármán cell to “hide” the ports and provide the
best possible R-π symmetry to the cell (for definition of R-π
symmetry, see Ref. 30).
The von Kármán cell works with helium cooled at tem-
peratures between 1.6 and 4.5 K, at a pressure which can be
adjusted between the mbar range to 4 bars. As superfluid he-
lium operation is the most severe constraint, the cell is there-
fore designed as a Claudet bath;38 this decoupling between
pressure and temperature avoids cavitation and/or boiling in
the von Kármán cell.
B. Mechanical aspects
Moving parts at cold temperature, transmission of move-
ment through vacuum and cryogenic helium, supporting of
heavy components, all these different topics raise technical
issues which should be addressed in order to ensure a reliable
and safe operation of the SHREK experiment.
1. Supporting
The total weight of the SHREK experiment is 3970 kg,
including the top flange. A dedicated lifting device has been
built, in order to facilitate the handling of the SHREK, as,
due to some external constraints, the center of gravity of the
SHREK experiment is not located just below the center of the
upper flange. The total weight is consequently increased by
400 kg, leading to a total weight of 4370 kg. The tank of the
saturated bath is supported with four glass fiber rods 16 mm in
diameter; moreover, four additional glass fiber rods have been
placed in a quasi horizontal plane. These epoxy glass fiber
rods optimize the trade off between mechanical and thermal
constraints.
Supporting the von Kármán cell immersed in the satu-
rated bath is a different problem: both tanks are at cold tem-
perature, so that stainless steel will be used instead of fiber
glass for the supporting rods. In order to obtain a precise po-
sitioning of the von Kármán cell inside the saturated bath, a
specially designed octopod made with stainless steel rods has
been installed: it provides the necessary flexibility for the po-
sitioning of the von Kármán cell inside the tank with saturated
helium, where few space is available. Moreover this octopod
prevents any vertical torsion of the cell which could be in-
duced by the propeller torque; due to the limited space avail-
able, two people (preferably three) are required to perform
this tricky operation.
2. The propeller shaft
In order to use commercially available motors, to reduce
heat losses and maximize space available at low temperature,
perform room temperature torque measurements, motors have
been located at room temperature with a complex dedicated
shaft from motors to impellers. Indeed, the rotation must be
transmitted from the motors which are located at room tem-
perature, to the impellers which are immersed in subcooled
helium, through vacuum and saturated helium, without any
leaks and with minimum heat loads. The shaft should also
accommodate with differential contraction occurring during
cool down and warm up, and be operational at room and
cryogenic temperature. Whenever commercially available
solutions exist, we have used them, most of the time adapting
the components to the cryogenic constraints. However, as
technical solutions are often not available commercially,
we have designed and assembled many components of the
kinematic chain.
The components of the kinematic assembly for each cou-
ple motor/impeller are the following:
! A brushless motor, with a power of 1300 W and nomi-
nal torque of 2.4 Nm. A speeder gear is used to reduce
the rotation speed of the motor in the 0–3 Hz range,
and increase consequently the torque. The reduction
factor is 32, which is also the multiplication factor for
the torque (nominal torque thus obtained: 76.8 Nm).
! Ratchet clutches are used to prevent any damage on the
motor in case there is some blocking in the kinematic
chain. The value, when this device decouples the motor
from the rest of the chain, is fixed to 60 Nm.
! A ferrofluidic rotary feedthrough allows the transition
between atmospheric pressure and the vacuum in the
multipurpose cryostat. This type of ferrofluidic com-
ponent is ideally suited to our velocity domain, and
requires only a long term maintenance.
! A torque-meter is then inserted on the shaft; this device
uses strain gauges located on the shaft. Its range covers
from 0 to 50 Nm, which is above the expected torque
applied. Four comparable torque-meters were bought
for the SHREK experiment. However, only two were
installed on SHREK without any modification. Indeed,
two other torque-meters have been installed at cryo-
genic temperature (see below), which imposed some
additional constraints. The torque-meters mentioned
here are located at room temperature (under vacuum),
which did not require any modification.
! The transition between vacuum and low temperature
(down to 1.6 K) is achieved by a magnetic rotary
feedthrough (Figure 4). This feedthrough is based on
magnetic coupling between two permanent magnet as-
semblies (with alternated north/south poles): this kind
of magnetic coupling ensures excellent torque trans-
mission, and it allows to insulate the cold part (pos-
sibly filled with superfluid helium) from the vacuum.
The insulating part is made with a magnetic stainless
steel, and is located in the gap between the two mag-
netic assemblies. This insulating part is essential to
limit heat losses from cold end due to subcooled super-
fluid heat flux. The permanent magnets used are Nd-
FeB magnets with high remnant and coercitive fields.
The permanent magnetization is only slightly affected
by the cold temperature, so that this system has a
long time reliability. It was sized (and experimentally
verified) to transmit torques up to 85 Nm without
mechanical friction. This system, despite interrupting
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FIG. 4. Magnetic coupler for torque transmission between cold (bottom) and
warm (top) ends. Yellow: the part ensuring leaktightness between He-II and
vacuum.
the continuity of the shaft, transmits torques with ex-
cellent reliability.
! After the magnetic coupler/feedthrough, the length
of the shaft is 613 mm for the upper impeller and
2310 mm down to the 90◦ gear box for the bottom im-
peller. To take into account the contraction of stainless
steel at low temperature (3.2 mm/m from room tem-
perature to 4 K), a splined shaft is used.
! A cold torque-meter is inserted just before the impeller
to measure the torque as close as possible to the im-
peller. This torque-meter has been customized to work
at low temperature: aluminum was replaced by stain-
less steel, the commercial ball bearings are replaced
by “hybrid” ball bearings composed of ceramic balls
moving in a stainless steel cage. This technique of “hy-
brid” ball bearing has proved to work satisfactorily.
! After the torque-meter the impeller itself drives the
fluid.
For the bottom impeller, two 90◦ gear boxes are neces-
sary to transmit the rotation.
A schematic of the kinematic chain and its components is
shown in Figure 5. All the components of the kinematic chain
are tested independently at liquid nitrogen temperature when-
ever it is possible. The assembly of the various components of
SHREK is performed in a dedicated room with adapted mate-
rial handling tools; for the final assembly of the whole system,
the upper flange of SHREK is placed on a dedicated support
with 5 m height available below, so that all cryostats can be
fixed to the flange before being inserted into the Multipurpose
cryostat.
C. Cryogenics: Steady state operation and cool down
In order to achieve the high Reynolds numbers expected
in this experiment, a significant amount of energy should be
FIG. 5. Schematic of the kinematic chain of the SHREK.
permanently injected. Conversely, this energy needs to be
steadily removed from the von Kármán cell. This is achieved
via a large refrigerator available in the laboratory.
1. Description of the process
The cooling system is based on the refrigerator available
at SBT.39 This facility has been in operation since 2004, when
it reached its nominal performances. The refrigeration power
available ranges from 120 W at 1.5 K to 800 W at 4.5 K,
and the temperature can be adjusted in the range 1.5–4.5 K
continuously. A simplified flow scheme of the refrigerator is
shown in Figure 6.
FIG. 6. Simplified PFD of the refrigerator. The three cryolines to SHREK
are shown (bottom left).
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FIG. 7. SHREK simplified flow diagram.
The cooling power available in the refrigerator is trans-
ferred to the experiments through a cryogenic line from the
refrigerator to the Multipurpose Cryostat, where the SHREK
experiment is inserted. Three cryolines are connected to the
SHREK experiment (Figures 6 and 7): L1 the High Pres-
sure (HP, 16 bars), 4.5 K line coming from the cycle gas is
cooled through the LHe bath of the refrigerator: this line is
equipped with the V2 valve (Figure 7); L2 the so called (1 bar,
Tλ) line, coming from the LHe bath of the refrigerator and
exchanging with the return line through the heat exchanger
(Figure 6, bottom left) is equipped with two valves V3 and V4
(Figure 7); L3 the low vapor pressure return line, flowing back
to the refrigerator is equipped with valve V1 (Figure 7). In
steady state, only the V4 and the V1 valves are open: the
pressure in the saturated helium bath, and consequently the
temperature, is fixed according to the adjustment of the speed
of the cold compressor of the refrigerator. In order to have
the lowest temperature of the von Kármán cell, it is equipped
at the top of its flange with 83 tubular copper heat exchang-
ers: these tubes have a thickness of 1.6 mm and inner diam-
eter of 40 mm. They are 0.4 m long, providing an equivalent
exchange surface of 4 m2 between the cell and the saturated
bath. The bottom extremity of these tubes is welded by elec-
tron beam around a stainless steel pipe, which is itself TIG
welded on the upper flange of the von Kármán cell. Taking
into account the Kapitza resistance, the thermal conductivity
of the standard copper used, the temperature difference be-
tween the von Kármán cell and the saturated bath is estimated
to a few tens of milliKelvins in the range 1.5–2.1 K (in the
superfluid operation of SHREK).
2. Safety issues
All vessels were built according to the ASME safety reg-
ulation. The saturated bath has been designed to withstand a
maximum inner pressure of 5 bars, which means a pressure
difference of 4 bars between the tank and atmospheric pres-
sure. The saturated bath is at subatmospheric pressure, when
temperatures below 4.2 K are needed; this bath is inside the
Multipurpose Cryostat, which is under vacuum. The most se-
vere accident is the loss of vacuum, and the subsequent heat
inlet to the saturated bath. To minimize this flux, 30 layers of
Multi Layer Insulator (MLI) have been installed around the
FIG. 8. Insertion of the saturated bath (covered with MLI) into the Multipur-
pose cryostat.
saturated bath (Figure 8). This MLI has also the advantage
to reduce radiative heat loads. To protect the saturated bath
against overpressure, a safety valve with helium guard and in
series a burst disk to ambient atmosphere have been installed
to minimize the weight of the safety devices (Figure 7). For
the von Kármán cell, two safety valves in series have been in-
stalled for protection against overpressure: a home made cold
safety valve allows the transition between the temperature of
superfluid helium and normal helium. A second safety valve
in series is located at room temperature to avoid any leak.
3. Filling and cooling down
SHREK facility and its associated refrigerator are cooled
down simultaneously, after pumping of their vacuum chamber
and helium conditioning of all inner circuits. Valves V1, V2,
and V5 (Figure 7) are open to fill with liquid helium both the
von Kármán cell and refrigerator. Supercritical helium com-
ing from refrigerator is discharged through the valves produc-
ing a two-phase mixture. After some time, the von Kármán
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FIG. 9. Cool down. The helium level is measured inside the saturated bath.
cell is filled with a diphasic mixture, where the gas is mostly
concentrated at the top of the cell, especially in the tubular
heat exchangers. Once the level inside the cold box is above
the top of the copper heat exchanger of the von Kármán cell,
V2 and V5 valves are closed while V3 valve is opened and V4
valve aperture is controlled by the level of liquid in the satu-
rated bath. The vapor generated inside the saturated bath is
pumped through the cold compressor to decrease the temper-
ature of the bath. This temperature should be decreased below
superfluid transition, so that the high thermal conductivity of
superfluid helium allows fast condensation of the gas still in-
side the von Kármán cell. Once the copper heat exchanger
pipes are completely filled with superfluid, the V3 valve is
closed, so the subcooled liquid is in a closed volume. Pres-
sure inside the cell must remain constant after the closure of
the V3 valve if the filling is complete (providing the temper-
ature is kept constant). If the filling is performed close to the
Tλ line, then any change in temperature (below or above Tλ)
of this closed volume induces an increase of pressure (due to
the second order transition when crossing the lambda line).
Once the filling of the cell is complete, the temperature of the
refrigerator is regulated to the desired value by controlling
the speed of the cold compressors. A sequence of cool down
is shown on Figure 9. Two steps were made at intermediate
temperature: at 80 K, and at 10 K during which tests were
made of the rotation of the two impellers.
III. SENSORS AND FACILITY CONTROL SYSTEM
A. Measurements in the saturated helium bath
Two Allen-Bradley carbon sensors are located at the top
and bottom of the saturated bath; they provide temperature
measurements during the runs, while two PT100 platinum re-
sistors at the same place are used during cool down and warm
up. Two room temperature pressure transducers connected to
the saturated bath can also be used to calculate the temper-
ature at saturation. The liquid level in the tank is monitored
thanks to a superconductive gauge. Measurements of mass
flow rates coming into and out of the saturated bath are pro-
vided by respectively Coriolis and Venturi flowmeters. A re-
sistive heater with 4 wire measurement is also placed below
the von Kármán cell: this heater is used to make the warm up
procedure faster as well as to calibrate the von Kármán heat
exchanger (see Sec. IV B).
B. Measurements in the von Kármán cell
Two cernox sensors located at the bottom and the top of
the cell (between the turbines and the flanges) allow temper-
ature measurements from room temperature down to 1.5 K.
The pressure in the cell is measured with a pressure gauge
located at room temperature connected to the cell via a capil-
lary pipe (used to minimize heat loss due to superfluid crit-
ical heat flux). Resistive heaters glued on the back side of
the aluminum horizontal plates are used to perform differ-
ential calorimetric measurements (see below). As mentioned
above, the outer vessel is equipped with viewports which
can be used to insert sensors directly inside the flow gener-
ated by the turbine, or, in the future, for visualization of the
flow. The angular velocity of the turbines is currently mea-
sured at the motor level, but a more accurate high frequency
velocity measurement at the turbine location has also been
implemented. Customized cryogenic and classical room tem-
perature torque-meters are inserted along the propeller shaft:
this redundancy has been installed, to ensure torque measure-
ments even in case of failure of cryogenic torque-meters. In-
deed, torque-meters at low temperature are expected to mea-
sure the torque on the impellers with more precision than
warm torque-meters (as these torque-meters are more subject
to noise and offsets).
C. Control system and data acquisition
The SHREK experiment is connected to the 400 W re-
frigerator through the Multipurpose cryostat and the cryo-
genic line. Its control system is therefore interfaced with the
already existing control system of the 400 W: the refrigerator
is controlled through three Programmable Logical Controllers
(PLC) which control 40 analogical actuators (valves, heaters),
120 logical actuators. Ninety different temperatures are mea-
sured, together with 40 pressure measurements. Twenty reg-
ulation loops are necessary to ensure proper and flexible op-
eration of the refrigerator. The Multipurpose cryostat is con-
trolled by its PLC which ensures the control of the quality of
vacuum and interfaces with the refrigerator (valves, flow rate).
The SHREK experiment is controlled via its PLC, which con-
trols 12 analogical actuators (ten valves and two heaters), the
two controllers dedicated to the brushless motors. The PLC of
the whole installation (Refrigerator + Multipurpose Cryostat
+ SHREK) are interconnected through an Ethernet Modbus
TCP field network and are connected to the three Supervisory
Control and Data Acquisition (SCADA), which are used for
monitoring, control, and data acquisition.
To go into more details, the following functions have
been implemented in the PLC: (i) Safety: management of the
installation, in particular in case of overpressure in the sys-
tem; (ii) Operation: different operation modes are identified
as cool down, night operation (reduced mode), nominal op-
eration, and data acquisition. The regulation loops are acti-
vated on request according to the operating mode requested.
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(iii) Management of the impellers: different regulation loops
are implemented. The rotation frequency of each impeller (f1,
f2 the frequencies of the upper and lower turbines, respec-
tively) can be regulated separately or a special regulation pro-
cedure can be used, with two other control parameters: the
rotation frequency of the upper turbine f1 and the rotation
number θ , or possibly the “mean angular frequency” ω and
rotation number θ being defined as
θ =
f1 − f2
f1 + f
ω = 2π
f1 + f2
2
=
ω1 + ω2
2
. (1)
Data are usually acquired in the control system at a rate
of 1 Hz, while data related to the measurement of the turbulent
flow (speed of the impeller, torquemeters, hot wire) use a fast
acquisition system (PI-3920 data acquisition device).
IV. EXPERIMENTAL RESULTS
A. Control parameters
The experimental control parameters are the temperature
of the fluid and the pressure in the cell. Moreover, the flow
is governed by the value of the frequencies of rotation of the
turbines, or possibly by the value of one frequency and the
value of θ , or also possibly the couple (ω, θ ). The long term
stability of the temperature in the von Kármán cell has been
verified to be less than 1 mK in superfluid helium, which
ensures constant fluid properties throughout the experiment.
The satisfactory thermal operation of the SHREK experiment
is strongly related to the efficiency of the heat exchangers
installed on the upper part of the von Kármán cell. Indeed,
the temperature difference between the saturated bath and the
von Kármán cell is very low (Figure 10). This temperature
difference fully agrees with calculations (see Sec. IV C 1).
Figure 10 has been established as a calibration tool for calori-
metric measurements: once the maximum power available
at the working temperature has been injected in the heater
immersed in the saturated bath, and a stable temperature
achieved in the von Kármán cell, the heater inside the cell is
energized to inject power step by step. In the meantime, same
power step is removed from the heater of the saturated bath,
so the overall power is maintained. This power ˙Q injected in
FIG. 10. Temperature difference between the von Kármán cell and the satu-
rated bath.
the von Kármán cell is evacuated via the heat exchangers, and
leads to a certain temperature difference %T between the von
Kármán cell and the saturated bath according to the following
equation:
˙Q = %T K(T ). (2)
This procedure was performed at different He-II temper-
atures. Slopes of curves of applied powers versus temperature
differences give access to the overall heat exchange coeffi-
cient K(T ) = ˙Q
%T
.
This calibration is thus available for calorimetric mea-
surements (e.g., turbine dissipation).
It is worth noticing that due to the very large thermal
conductivity of He-II, the whole cell (including dead vol-
umes where thermometers and heat exchanger are located) is
isothermal. For the same reason the diffusion time is quite
small and the thermal transients are short.
B. Room temperature measurements
Before cool down some preliminary measurements were
performed, with impellers in rotation in helium gas at room
temperature; as the density of helium is much lower at 300 K
than at low temperature, the values of torques are much lower.
The two torque-meters installed on each shaft (warm and cold
torque-meter) are verified to lead to very similar results.
Torque measurements performed with helium at room
temperature at different constant rotation speeds allow to cal-
culate the “static” friction torque; they exhibit a linear depen-
dency with the frequency, which most probably comes from
eddy currents present in the magnetic rotating feedthrough.
The moment of inertia of the impellers have been mea-
sured as follows: according to Newtons’s law (see Eq. (3)),
the time derivative of the angular momentum I ω (I the mo-
ment of inertia of the turbine) is equal to the sum of torques;
one obtains
I ω˙ = Ŵ300K − Ŵstatic − Ŵeddy_current − Ŵf luid , (3)
where Ŵ300K is the torque measurement at room temperature,
Ŵstatic is the torque associated to the solid friction losses (bear-
ing, gear boxes,. . . ), Ŵeddy_current is the contribution of the
eddy current induced in the magnetic coupler (relevant only
for the ambient torque measurement), and Ŵfluid is the torque
corresponding to the flow induced by the turbine. This lat-
ter term is negligible for helium gas at room temperature and
atmospheric pressure. Ŵstatic does not depend on angular ve-
locity, and we will show in the following that its value is very
low. Finally for sufficient angular acceleration, Ŵeddy_current
can be neglected. Once the turbine is energized at a con-
stant slow speed (i.e., with low eddy currents), different con-
stant angular accelerations of turbine are imposed via the con-
trol system and the corresponding torques are recorded. Each
point is performed between 0.1 and 1 Hz, with different speed
rates. The slope of the curve “torque versus angular acceler-
ation” leads to the moment of inertia (Figure 11). The values
thus derived are in excellent agreement with the computations
derived from CAD design outputs.
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FIG. 11. Torque versus acceleration: measurements of the moment of inertia
(fluid at 300 K).
C. Measurements at low temperature
1. Torques
Torques measured at low temperature are larger than at
room temperature, as already mentioned. Figure 12 shows
torque measurements at 1.63 K and at 1.1 bar in the cell.
The torque measured at room temperature is non-zero
at rest, due to “static” torques in the kinematic assembly
(bearing, gear boxes and magnetic feedthroughs). The torques
in both directions are different in values, but show both a
parabolic behavior: this behavior is typical for turbulent flow
in the cell; for positive values of rotation, the torques are lower
than in the other direction. In positive direction, the velocity
of the fluid at the exit of the blades is oriented for an efficient
pump work, which is the inverse in reverse direction. The val-
ues of torques are fully consistent with calorimetric measure-
ments which have been performed independently: as an ex-
ample at 1.4 Hz in the positive direction, the torque is 6.1 Nm
including 0.75 Nm for the static torque. The power associated
with the two impellers is 107 W, in very good agreement with
the 106 W obtained with the calorimetric measurements. The
corresponding Reynolds number (based on the radius of the
cell, the viscosity of the normal component, and the total den-
sity) is 7 × 107, which is two orders of magnitude higher than
the Reynolds numbers obtained in water with the homothetic
FIG. 12. Torque measurement (300 K torque-meter) versus frequency of ro-
tation for two temperatures in the von Karman cell.
experiment already mentioned.19, 30 As, for a given Reynolds
the dissipation varies linearly with density and third power of
the inverse of the kinematic viscosity, it would be necessary
to extract respectively 80 MW and 400 MW to reach the same
Re in water or air at STP in an von Kármán cell of identical
dimensions. This illustrates the technological interest to work
with cryogenic helium.
2. Power dissipation in the flow ˙Qf low
Power dissipation in the flow ˙Qf low can be estimated
through the calibration performed (i.e., using Eq. (2) and
Figure 10), and taking into account static torques. However, a
small part of the total power ˙Q in (2) is due to “static” torques
and has to be removed to calculate the dissipation due to the
von Kármán flow only leading to the following equation:
˙Qf low = %T K(T ) − Ŵstatic_1ω1 − Ŵstatic_2ω2. (4)
The values of Ŵstatic_1 and Ŵstatic_2 are taken equal to the
“static” torques measured by the room temperature torqueme-
ters, as all the power dissipated inside the vacuum vessel will
be removed in the von Kármán cell through the high conduc-
tive subcooled supefluid path. In Eq. (4) as in Eq. (3) again,
the torque associated to the magnetic coupler are neglected,
which is valid at moderate frequency.
The ratio of this power dissipated in the fluid divided
by the mass M present between the turbines expresses the
dissipation rate. This dissipation rate is reduced to a non-
dimensional number according to the classical equation:40
⟨εD⟩
∗
=
˙Qf low
M R2 ω3
=
˙Qf low
ρ π R4 H ω3
. (5)
Therefore, measurements of Qflow give access to dissipa-
tion in the fluid.
On the other hand, it is interesting to evaluate the power
injected in the flow. As torque and rotation frequency were
acquired for each turbine, and using the same dimensionless
approach, it is straightforward to calculate this input power in
the flow as
⟨εi⟩
∗
=
Ŵ1 ω1 + Ŵ2 ω2
M R2 ω3
=
Ŵ1 ω1 + Ŵ2 ω2
ρ π R4 H ω3
, (6)
where Ŵ1 andŴ2 are the “hydraulic net torques” (static fric-
tion torques being removed).
In steady state, the dissipated power and the injected
power should be equal: this can checked by comparing the
results given by Eqs. (5) and (6), Figure 13 shows this com-
parison, as turbines were driven independently, at a mean fre-
quency of 0.45 Hz, the parameter being varied between −1
and +1; the temperature of the fluid was 1.63 K (superfluid
helium). The very good agreement between measured dissi-
pated and injected powers proves the excellent quality of our
measurements.
Moreover, Figure 13 presents features comparable to ear-
lier experiments performed in water.19, 30 It indicates that be-
havior of the flow in He-II is similar to that of a classical fluid
and may be explained by the coupling between the normal
and the superfluid component. To proceed further, we should
derive a few orders of magnitude. An estimate of the viscous
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FIG. 13. Calorimetric (empty circles) and hydraulic (squares) power mea-
surements.
dissipative scale can be inferred from the dissipation rate us-
ing Eq. (7):
η =
[
υ3
⟨ε⟩
] 1
4
, (7)
where the denominator is the dissipation and υ = µN
ρ
, µN be-
ing the dynamic viscosity of the normal component and ρ the
total density of the fluid.
From Figure 13 we derive ⟨ε⟩ ≈ 0.7W/kg which in turn
gives η ∼ 1 µm. Quantum effects are expected below the in-
tervortex distance δ, which can be taken as41
δ
L
≈ 0.5 Re−
3
4
κ ,
where L is the integral scale (taken here as the radius of the
turbine R), Reκ is the Reynolds number based on the quantum
of vorticity κ = 2π h/m:
ReK =
Lvrms
K
.
The dissipation rate can provide an estimate of vrms :
ϵ =
(vrms)3
L
.
Taking L = R = 0.4 m and ε ∼ 0.7 W/kg, we obtain vrms
∼ 0.7 m/s, then Reκ = 4.5 × 105, leading to δ ∼ 10 µm > η.
This very simple calculation shows that, up to scales of
the order of 10 µm, no difference between superfluid and nor-
mal helium can be observed in our experiments, where small
scales are not so far analyzed. Indeed, below 10 µm, we could
expect to see differences between He-I and He-II. Unfortu-
nately, sensors enabling this resolution are so far not available
in SHREK, but these basic calculations explain, why we aim
to build such very small scale sensors.
It is also possible to have an estimate of the Rλ based on
Taylor scale λ, taking into account the viscosity of helium as
above (namely, the dynamic viscosity of normal helium di-
vided by the total density): λ can be estimated from the dis-
sipation rate, thus leading to Rλ through the following equa-
tions:
ϵ =
15 v v2rms
λ2
, Rλ =
vrmsλ
v
.
Leading to Rλ = 20000.
These orders of magnitude show all the interest of our
large facility, and its capability to reach unsurpassed values of
Reynolds in well controlled laboratory conditions.
3. Preliminary velocity spectra measurements
Preliminary velocity spectra measurements have been ob-
tained with two anemometers of millimeter size: a Pitot tube
and a hot film. There are presented here to illustrate that such
low-resolution probes are able to resolve velocity fluctuations
over three-decade of frequency bandwidth.
Both probes are positioned at mid-height in the cell, 4 cm
(Pitot tube) and 1 cm (hot film) away from the sidewall. Both
are pointing in the equatorial direction.
Figure 14 presents the power spectra obtained at 2.55 K
with both propellers turning in the same direction at rate 1.23
and 1.55 Hz, that is a mean velocity at the tip of the impellers
of 3.5 m/s.42 The peak near 0.75 Hz is interpreted has a sec-
ondary flow resulting for the difference in rotational speed,
as supported by measurements at different speeds. Beyond
roughly 10 Hz, the spectra exhibit a strong decrease consistent
with the turbulent cascade. As expected in such von Kármán
flow,43 the decrease is not as strong as the Kolmogorov depen-
dence f−5/3 found in homogeneous isotropic turbulence. The
peaks around 100 Hz in the Pitot tube signal are interpreted
as an artifact due to mechanical vibrations altering the trans-
ducer’s operation. The high frequency cut-off of both signals
results from limitation in resolution and not from a hydrody-
namic cut-off. Thanks to the large dimension of this flow, the
very large Reynolds number that can be generated, and know-
ing that cryogenic hot wire anemometers with effective reso-
lution around 0.01 mm have been operated in smaller flow,6
the experiment offers the prospect to resolve turbulent fluctu-
ations with a frequency bandwidth exceeding 5 decades.
FIG. 14. Velocity power spectra in co-current von Kármán configuration.
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V. CONCLUSIONS
A superfluid high Reynolds von Kármán experiment has
been designed, manufactured, assembled, and tested. The cell,
optimized for subcooled superfluid runs can also work with
normal or gaseous helium. Major technological challenges
solved involved safety issues, large impeller driving and heat
removal in subcooled superfluid conditions. The largest Re
numbers ever achieved in a von Kármán cell have been ob-
tained both in normal and superfluid conditions. Torque mea-
surements in these conditions are consistent with those per-
formed in water cells of similar aspect ratio for which the
Reynolds number is far smaller (two orders of magnitude
smaller than SHREK).
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